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Tracking, communication, and guidance require-
ments for the launch, earth orbital, and deep space 
phases of a mission often demand frequency sources 
having a very high order of short- and long-term 
frequency stability, as well as a high degree of 
intrinsic reproducibility. In 1961, NASA's Manned 
Space Flight Center began a search for such a fre-
quency source and found that the hydrogen maser, 
invented by Dr. Norman Ramsey of Harvard Univer-
sity, showed excellent promise of providing the desired 
characteristics. A research and development project
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was therefore begun under contract to improve the 
basic hydrogen maser for use as a highly stable fre-
quency reference for precision tracking systems. 
The hydrogen maser illustrated in the schematic 
diagram represents the first step in achieving an over-
all reduction in size. This unit is 56 centimeters square 
at the base, 200 centimeters high, and weighs approxi-
mately 360 kilograms. 
The short- and long-term frequency stability and the 
resettability, expressed as the rms deviation from the 
mean, for the maser, which has a nominal resonance 
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frequency of 1420.405751 MHz, is listed below: 
Isecond 5x10-13 
1 minute 6x10-14 
ihour 3x10—I4 
iday 2x10-14 
lmonth 3x10-13 
Resettability ±5x 10-13
A program is underway to reduce the size of the 
unit to approximately a half. Investigations are being 
carried out with a spherical quartz dielectric cavity. 
This cavity is considerably smaller than the cylindrical 
cavity now used and would allow a substantial reduc-
tion in the size of the magnetic and thermal shields. 
Notes: 
1. Because of its excellent short- and long-term fre-
quency stability, the hydrogen maser would be 
useful for laboratory time-frequency measurements 
and spectroscopy, as well as a ground-based fre-
quency reference for precision tracking systems. In 
space it could be used in geodetic research, navi-
gation, time distribution, and in important physical 
measurements such as on the relativistic gravita-
tional red shift.
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